
 

 

 

 

Long term storage of MACSQuant® Analyzer  

 

Prepare your MACSQuant® Analyzer for periods of non-usage 

If you need to shut down your MACSQuant for a longer period of time, follow the instructions 

below to clean the fluidics of your MACSQuant and to ensure that the instrument will run 

smoothly when turning it back on. 

1. Run a Clean program by right-clicking the Rinse button           and selecting Clean. Follow 

the on-screen instructions:  

a. Add 0.5 mL of a 1% hypochlorite solution into a 5 mL tube. 

b. Click Continue.  

c. The cleaning process will take approximately 10 min. 

2. Run a Flush program by right-clicking the Rinse button       and selecting Flush. The 

process will take about 15 min.  

3. Shut down the system manually via the Main instrument control button        .  

For further details on these procedures, please refer to the MACSQuant instrument 

manual or the short instructions “Start up and shutdown”. 

 

 

What to consider during the periods of non-usage 

In order to prevent clogging of your MACSQuant® Analyzer 10, 16, X or VYB over time, the 

instrument should be run at least every two weeks. To this end, turn on the instrument and 

switch it into acquisition mode at least every two weeks. During the priming procedure, the 

fluidics will be flushed and any potential residues will be removed. After the instrument has 

been primed and all system checks have been performed, shut down the instrument manually 

via the Main instrument control button       . For further details on these procedures, please 

refer to the MACSQuant instrument manual or the short instructions “Start up and shutdown”. 

In some cases, it might be required to store your MACSQuant Analyzer for a prolonged period 

of time without access to the instrument at least every two weeks. In this instance, please 

start a MACSQuant Live Support session, contact your local technical support or your local 

MACSQuant Specialist for further details on how your MACSQuant may be prepared for a long-

term storage of > two weeks. 


